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The Problem: 
Silicon controlled rectifiers (SCR's) require a certain 
minimum anode current to maintain them in their 
conducting state, which is designated as the "holding 
current." Nearly all methods of turning off or commu-
tating SCR's involve the reduction of the anode current to 
some value less than the holding current. 
The measurement of holding current was one of the 
more difficult measurements to obtain in order to 
determine the effects of reactor radiation on SCR's. The 
measuring system requirements included: (I) reliability, 
(2) repeatability, (3) response to change due to radiation 
effects, and (4) automatic data acquisition, which require-
ments could not be met by any known commercial unit 
available. 
The Solution: 
An automated SCR holding current measuring system 
that precisely reproduces measurement conditions and 
averages a large number of output values to an accuracy 
at exceeds that possible by laboratory bench measure-
-...,5ients.
How It's Done: 
The essential components of the SCR holding-current 
measurement system are shown in the figure. The triangu-
lar wave generator provides the input voltage to the 
system. This voltage is applied to the current limiting 
resistors in series with the test SCR. The SCR test circuit 
eliminates the effect of the forward voltage drop of the 
SCR on the measurement of the anode current. This is 
accomplished by connecting the test SCR in the feedback 
path of a power amplifier. The firing circuit provides a 
continuously increasing current to the gate of the test 
SCR. This current goes to zero when the SCR turns on. 
The precision switch circuit is a critical unit in the 
holding-current measurement system. This circuit senses 
the precise time when the SCR turns off, that is, when the 
anode current of the SCR drops below the holding 
current. When the precision switch circuit senses this 
point, it connects the triangular-wave voltage to the peak 
reading voltmeter. The result is a train of negative pulses, 
the peak of which corresponds to the holding current. 
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The pulse train produced at the output of the precision 
switch circuit must be conditioned to display and record 
on punch tape the holding current as required. The peak 
reading voltmeter produces an output equal to the most 
negative peak appearing at the input. 
The automatic data acquisition system consisted of the 
following components: (1) crossbar scanner, (2) digital 
voltmeter. (3) digital clock, (4) digital recorder, (5) 
output control, and (6) paper tape punch. 
The crossbar scanner operates relays in a special relay 
unit. This increases the power handling capabilities of the 
scanner. The relay unit, controlled by the scanner, selects 
the SCR to be tested. The scanner operation is initiated 
by the digital clock. Results are recorded, via the 
voltmeter, by the digital recorder and the paper tape 
punch. Once the system is set, all subsequent data are 
taken automatically at predetermined intervals (from 2 to 
16 hours) and the requirements of reliability and repeat-
ability are achieved by the design of the automated 
circuitry.
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